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Abstract
Background: Stereoscopic assessment of the optic disc morphology is an important part of the
care of patients with glaucoma. The aim of this study was to assess stereoviewing of stereoscopic
optic disc images using an example of the new technology of autostereoscopic screens compared
to the liquid shutter goggles.

Methods: Independent assessment of glaucomatous disc characteristics and measurement of optic
disc and cup parameters whilst using either an autostereoscopic screen or liquid crystal shutter
goggles synchronized with a view switching display. The main outcome measures were inter-
modality agreements between the two used modalities as evaluated by the weighted kappa test and
Bland Altman plots.

Results: Inter-modality agreement for measuring optic disc parameters was good [Average kappa
coefficient for vertical Cup/Disc ratio was 0.78 (95% CI 0.62–0.91) and 0.81 (95% CI 0.6–0.92) for
observer 1 and 2 respectively]. Agreement between modalities for assessing optic disc
characteristics for glaucoma on a five-point scale was very good with a kappa value of 0.97.

Conclusion: This study compared two different methods of stereo viewing. The results of
assessment of the different optic disc and cup parameters were comparable using an example of
the newly developing autostereoscopic display technologies as compared to the shutter goggles
system used. The Inter-modality agreement was high. This new technology carries potential clinical
usability benefits in different areas of ophthalmic practice.

Background
Early detection of progressive glaucomatous optic disc
damage is essential in the management of patients with
glaucoma. Accurate assessment of the optic disc can reveal

early structural changes that precede field changes. In spite
of recent developments in imaging techniques of the optic
disc – such as the scanning laser tomography and optic
coherence tomography-, digital stereoscopy of the optic
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disc is still considered the gold standard against which
other technologies are evaluated [1].

The use of the stereo photographic images of the optic disc
is common in glaucoma clinics in the United Kingdom.
The images are usually displayed simultaneously on high-
resolution computer screens and viewed using a hand
held stereo viewer or liquid-crystal shutter goggles. These
techniques have their limitations as the viewer has to
wear- or be close to – some device to separate the left and
right views, together with limited head freedom, and dim-
ness of the displayed stereo image.

Autostereoscopic displays represent a relatively new tech-
nology that do not require the observer to wear any device
to separate the left and right views and instead present
them directly to the correct eye offering potential benefits
in ease of use in clinic settings

This study was designed to assess whether the stereoview-
ing performance of an autostereoscopic screen would pro-
vide equivalent clinical and diagnostic accuracy as
compared to using liquid crystal shutter goggles working
in synchronisation with a view switching display, when
viewing stereoscopic optic disc images

Methods
Sixty optic disc stereo-images were randomly selected
from the database of patients who had attended the glau-
coma clinic at Sunderland Eye Infirmary- patients with
glaucoma, suspect glaucoma and normals were included.
The images were 512 × 512 digital monochromatic
sequential stereo-photographic optic disc images captured
by the DISCAM optic disc camera (Marcher Enterprises
Ltd, Hereford) following pharmacological mydriasis as
part of the patients' routine care. As the main aim of this
study was to compare the quality of stereo viewing using
the two modalities, poor quality images due to poor illu-
mination or images with large vertical shift on the screen
between the stereo pairs, were excluded. Ethical commit-
tee approval was obtained.

The images were displayed in two ways, using a custom
designed program written in Borland C++ Builder using
the Open GL graphics libraries. The first modality used a
shuttering goggle system with a Dell Ultra-scan P1110 21
inch monitor, an Oxygen GVX1 video card and a pair of
Stereo-graphics Crystal Eye CE-3 polarized liquid crystal
shutter goggles [2]. The Oxygen GVX1 card, in conjunc-
tion with Open GL, was able to display sequential stereos
at half the maximum refresh rate, by interleaving presen-
tations of the left and right images and synchronously
controlling the stereo goggles through a mounted infrared
emitter. Given that the P1110 monitor is capable of
refresh rates up to 120 Hz, but at 100 Hz with the screen

resolution used, we achieved a 50 Hz refresh in stereo
mode. The result was satisfactory from the point of view
of flicker, and avoided the 50% reduction in vertical reso-
lution suffered by some other shuttering goggle stereo set
ups. However, it did still suffer from other problems
inherent in the shuttering goggle approach – in particular;
variable cross talk between left and right images peaking
at 15% [3]; and a 68% reduction in brightness caused by
the shuttering effect [2].

Secondly, the stereo-images were displayed on an auto-
stereoscopic screen; a Dimension Technology Inc. 2015
XLS virtual window 15-inch 2D/3D screen [4]. The auto-
stereo screen is a flat-panel LCD with a rear illumination
optical system that when switched to 3D mode allows a
stereoscopic pair to be presented to the viewer at a specific
position without requiring the viewer to wear any special
glasses. When the observer views the screen at the dis-
play's optimum viewing position, "sweet spot", they see
half the pixels from the display in the left eye and half the
pixels in the right eye [5].

The 2015 XLS display was driven by placing the stereo-
scopic image pair side- by side in a single image; this
required each image to be shrunk by 50% horizontally.
Electronics in the display then interleaved the two images
in real time to achieve the required alternate column,
interleaving pattern for the 2015 XLS 3D mode. The inter-
leaved images were then visible as completely separate left
and right images to the viewer at the display's sweet spot.
The display does have an unpublished fixed level of cross
talk, although this is at a lower level than the peak of the
Crystal-Eyes display. The driver video rate for the 2015
XLS is 60 Hz and although the LC material in the display
will not respond as fast as this, for this application using
still images, this was not relevant. As a consequence
unlike the shutter goggles there was no flicker problem
with the 2015 XLS. (Figure 1)

The stereoscopic and auto-stereoscopic displays clearly
have differing physical and optical characteristics and our
evaluation sought to determine if the differences between
the two modalities made qualitative or quantitative differ-
ences to performance in assessing various characteristics
and different measurements in stereoscopic optic disc
images. This was assessed in two ways;

Firstly, quantitative optic disc parameters were analyzed
in both modalities using a mouse-controlled cross-shaped
cursor and custom designed software. The program
allowed the user to first adjust the vertical and horizontal
offsets between the two images to achieve a good stereo
effect and then a three dimensional cursor was used to
mark up the images. The cursor was displayed using the
standard "exclusive-OR" approach, where the intensity of
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grey-scale pixels in the cursor was set to the value 255-g,
where g is the pixel value in the covered pixel. Generally
speaking this was effective, although we did occasionally
observe that, where the left and right image' intensities
varied significantly (because of lighting variations), signif-
icant differences in the cursor colour could evoke a disas-
sociation, so that two separate crosses were perceived. The
cursors depth could be adjusted (changing the disparity
between left and right display of the cursor): after adjust-
ment the cursor appeared confined within a chosen plane.
This gave a good, consistent stereo effect provided that the
cursor was kept in a position where it was correctly per-
ceived to be at the retinal surface.

In each setting the cursor depth was first adjusted to the
plane of the outer edge of the optic disc (optic disc rim)
whilst stereo viewing. The optic disc edge was then traced
with the cursor, clicking to place a contour, which was dis-
played in the cursor plane. The mouse controlled cursor's
depth was then adjusted to the plane at which the disc ves-
sels first deviated posteriorly, and the edge of the optic cup
was then traced at that plane, placing a second contour.

After familiarization with these assessment techniques
using an additional training set of 10 images, the test
images were presented randomly to two observers. The
two observers assessed the selected images independently
on two separate occasions two months apart (at each time
point half the images were viewed using the autostereo-

scopic system and half using the goggles system to avoid
bias) In most cases, the observers needed to adjust the ver-
tical and horizontal offset of the stereo pairs to ensure
optimum quality of stereo viewing. The observers were
masked to their previous/and other observer's assess-
ments.

Once saved, the computer system then counted the exact
pixel number included within each plotted disc and cup
areas. The overall cup/disc area ratio was determined as
the ratio between the two plotted areas. The vertical cup/
disc ratio was determined by calculating the ratio between
the height of the disc and cup plotted areas in the vertical
meridian. The areas were evaluated for agreement and
overlapping between the two viewing modalities.

Secondly, a third independent assessor graded the optic
disc appearances on a 5-point scale for the probability of
glaucoma as described by Greaney et al [6]. Each optic
disc was thus graded as 1(definitely normal), 2(probably
normal), 3(undecided), 4(probably glaucoma), and
5(definitely glaucoma). Criteria for allocation to these cat-
egories was based on the presence of neuroretinal rim
thinning, notching, undermining of optic disc cup edge,
nerve fibre layer defects and optic disc haemorrhages [7].
Each disc was also graded in a dichotomous manner as
glaucomatous or non-glaucomatous.

The overall optic disc classification grading together with
the quantitative disc parameters' scores were then ana-
lyzed to assess inter-modality variability.

Statistical Analysis
Basic statistical analysis was undertaken using SPSS Ver-
sion 14.0. Observer agreement was assessed via StatXact
Version 6.0, whilst S-Plus Version 6.2 professional was
used for graphing. Distributions were confirmed as nor-
mal via the Shapiro-Wilk test prior to basic parameters
(means and standard deviations) being calculated. Agree-
ment was assessed via the weighted kappa test (with 95%
confidence intervals) and via Bland Altman plots.

Results
A total of 60 optic disc stereo-images were included (38
Right and 22 Left). There were 36 males and 24 females.
Their age ranged from 45 to 72 years. (Mean = 62 years).
Patients were diagnosed with glaucoma (29), ocular
hypertension (11), or glaucoma suspect (20).

The inter-modality agreements for observers were assessed
using the weighted Kappa coefficient. Landis and Koch [8]
offer the following guidelines for interpretation of the
weighted kappa coefficient: <0.20 = poor agreement, 0.21
– 0.40 = fair agreement, 0.41 – 0.60 = moderate agree-

An example of a two-view autostereoscopic displayFigure 1
An example of a two-view autostereoscopic display. 
Two-view displays generate the two views for the left and 
right eyes in two viewing windows in space. These are prima-
rily visible from a central viewing position and the user may 
have 20 – 30 mm of movement around the central viewing 
position before they lose the 3D effect.
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ment, 0.61 – 0.80 = good agreement, 0.81 – 1.0 – very
good agreement.

The estimates for the overall cup/disc ratio (CDR), and
vertical cup/disc ratio (vCDR) were compared. The inter-
modality agreement was good for each observer; the aver-
age kappa coefficient was 0.78 for observer 1 (p-value
<0.0001), and 0.81 for observer 2 (p-value <0.00001).
(Table 1)

Using Bland Altman Plots the inter-modality agreement
fell within two standard deviations for both observers in
more than 95% of cases. Importantly there was no evi-
dence of fixed or proportional bias. (Figure 2)

The plotted cup and disc areas were evaluated for agree-
ment and overlapping between viewing modalities.
Observer 1 scored an agreement matching percentage of
97% and 91% for the optic disc and cup areas respectively,
while Observer 2 scored an inter-modality agreement of
94% and 89% for the same areas (Table 2)

Using Bland Altman Plots, in more than 95% of cases the
inter-modality agreement fell within two standards. Again
there was no evidence of fixed or proportional bias.

The inter-modality kappa coefficient for the dichotomous
grading of glaucoma/non glaucoma was perfect at 1.0.
The weighted Kappa coefficient for the five-point grading
was very good at 0.97 (95% CI 0.95 to 0.99) with 51 of the
60 cases having exact agreement, i.e. there was exact agree-
ment 85% of the time (95% CI 73% to 93%). None of the
nine cases where the five point scale differed had a greater
than one point difference. In five patients the grade was
higher when using the autostereoscopic screen and in four
it was higher using the goggles system suggesting no sys-
tematic bias.

Discussion
Careful and detailed assessment of the optic nerve head is
still considered to be the most important sign for diagno-
sis of glaucomatous progression [9]. In early glaucoma, up
to 20–50% of the optic nerve can be lost before any repro-
ducible visual field defect is identified [10] and retinal

nerve fiber layer RNFL defects can be only detectable after
a 50% loss of neural tissue in a given area [11]. Despite the
recent advances of computerized optic disc analysis, fun-
dal biomicroscopic examination or stereo viewing of ster-
eoscopic photographic images remains a gold standard
for evaluation and monitoring of the optic disc.

Various studies in the past attempted to compare stereo-
scopic and non- stereoscopic cup/disc C/D assessments.
Results have been equivocal; some studies have shown the
stereoscopic C/D ratio measurements to be larger [12-14],
equal [15] or smaller than non-stereoscopic images [1].
However recently, Morgan et al reported lower estimates
of neuroretinal rim width and higher levels of inter-
observer agreement with stereoscopic assessments as com-
pared to monoscopic assessments [16] reinforcing the
value of stereoscopic assessment

In this study our aim has been to compare one example of
the newly emerging auto-stereoscopic 3D display technol-
ogies, DTI 2015 XLS, with an existing stereoscopic display,
CrystalEyes CE-3 shutter goggles. Auto-stereoscopic dis-
plays offer the potential for "easier" clinical use, without
requiring the user to wear goggles. When assessing any
new technique which offers improved clinical conven-
ience it is important to ensure that clinical and diagnostic
accuracy is not impaired. Hence we designed the study to
ascertain whether the detection of glaucomatous optic
disc characteristics, and assessment of quantitative optic
disc parameters was equivalent between autostereoscopic
screen viewing and a commonly used existing method of
stereo viewing. This study was an initial step in the assess-
ment of this new technology. We did not attempt to ascer-
tain the accuracy of auto-stereoscopic displays in
diagnosing glaucoma and hence did not perform a sensi-
tivity and specificity analysis on this diagnosis, which
relies on other investigations including visual fields.

The three observers, who participated in the study, noted
a distinct and definite improvement in the subjective per-
ception of the quality of stereopsis in appreciating the
optic cup depth together with an increase in the clarity
and contrast of the optic disc rim, and the disc vessels in
the viewed stereo images when using the auto stereo-

Table 1: Inter-modality agreement for cup-disc ratios

Observer 1 (Autostereoscopic screen versus Shutter Goggles) Observer 2 (Autostereoscopic Screen versus Shutter Goggles)

Weighted Kappa 95% Confidence 
Interval

Pearson Correlation 
Coefficient

Weighted Kappa 95% Confidence 
Interval

Pearson Correlation 
Coefficient

CDR 0.78 0.65 – 0.91 0.84 CDR 0.83 0.73 – 0.92 0.88
vCDR 0.82 0.73 – 0.91 0.86 vCDR 0.86 0.78 – 0.94 0.88

CDR = overall cup/disc ratio.
vCDR = Vertical cup/disc ratio
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Bland Altman plots showing the inter-modality agreement of the overall estimated Cup/disc ratioFigure 2
Bland Altman plots showing the inter-modality agreement of the overall estimated Cup/disc ratio. A: Inter-
modality agreement for observer 1. B: Inter-modality agreement for observer 2.
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scopic display as compared to the shutter goggle modality.
The reduced brightness, residual flicker and high peak
cross-talk levels, as well as the physical 'discomfort' asso-
ciated with the shutter goggles are all possible reasons. We
achieved a 50 Hz refresh in stereo viewing mode for the
shutter goggle system. The result was satisfactory from the
point of view of flicker, and avoided the 50% reduction in
vertical resolution suffered by some other shuttering gog-
gle stereo set-ups but did have a 68% reduction in bright-
ness caused by the shuttering effect. Unlike the shutter
goggles there was no flicker problem with the auto stereo-
scopic screen set up together with relatively less reduction
in brightness.

We acknowledge that the study had a potential bias, as we
were unable to mask the observers to the stereo viewing
modality used – unfortunately any masking would have
affected the differences in the observed stereoscopic effect.
Previous studies have assumed that different methods of
stereo viewing are equivalent and this is the first study that
we are aware of in the ophthalmic literature to compare
viewing methods.

Analysis of our results demonstrated a good level of inter-
modality agreement of cup disc ratio measurements with
an average weighted kappa coefficient of 0.8 for the C/D
ratios measurements. There was perfect agreement for cat-
egorization of the disc to glaucomatous or non-glaucoma-
tous between the two modalities and very good agreement
on a five point glaucomatous grading scale. This suggests
that viewing stereoscopic optic disc images with the auto-
stereoscopic screen used do not alter the ability the ability
of the observer to assess changes in the optic disc as com-
pared to the shutter goggle system used.

A number of other general issues arose during the study
concerning the use of any stereoscopic viewing technique
for this task, namely cross talk, the marking of feature
locations, such as the edge of the optic cup, and image
alignment. We believe these deserve further investigation
before clinical use of digital stereoscopic imaging can be
fully optimized.

In the shutter goggles system used, inter-channel stereo-
scopic cross-talk peaks at 15%. The auto stereoscopic dis-
play used does have an unpublished fixed level of cross
talk and although this is at a level lower than the peak of
the Crystal- Eyes display both display modalities have sig-

nificant cross-talk. This could easily lead to errors in judg-
ment of region boundaries, particularly where the edge is
initially of low contrast. It may be that recently available
zero cross talk stereoscopic or auto-stereoscopic systems
will prove more suited to clinical tasks. These should cer-
tainly be used in any comparisons with Gold standard
results.

Other studies have reported differences in marking
between monoscopic and stereoscopic modes. We believe
this may be partly due to imaging issues such as cross talk.
For example this could wash out an edge and result in
consistent under-estimation of feature size. Alternatively
it could extend an edge and result in consistent over-esti-
mation of feature size. This may explain conflicting results
in previous studies. Again studies are needed using a mod-
ern zero cross- talk display system to investigate this and
several other more detailed aspects that arise from mis-
matches between the geometry of the picking cursor and
the camera used to capture the original images

It became clear during the study that the alignment of
images from the camera was often poor vertically and hor-
izontally, to the extent that images could be uncomforta-
ble to fuse without manual adjustment. This will
significantly affect task performance, particularly in com-
parative imaging of one patient over time. Auto image
alignment is now becoming feasible using software but it
may be that this issue is best resolved by manufacturers
improving camera design.

Conclusion
Auto-stereoscopic display technology is rapidly evolving
and improving and we anticipate this will lead to addi-
tional quantitative benefits using the latest high contrast,
low cross-talk, displays. Our results show that viewing of
stereoscopic optic disc images using an autostereoscopic
screen provides comparable diagnostic and clinical assess-
ment to liquid crystal shutter goggles. Furthermore we
believe that autostereoscopic displays have significant
clinical usability benefits over goggle based stereoscopic
displays.
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Table 2: Inter-modality agreement for area measurements expressed as Pearson correlation coefficient (p value)

Observer 1 (Autostereoscopic screen versus Shutter Goggles) Observer 2 (Autostereoscopic screen versus Shutter Goggles)

Disc Area 0.97 (p < 0.001) 0.71 (p < 0.001)
Cup Area 0.92 (p < 0.001) 0.89 (p < 0.001)
Page 6 of 7
(page number not for citation purposes)



BMC Ophthalmology 2008, 8:13 http://www.biomedcentral.com/1471-2415/8/13
Publish with BioMed Central   and  every 
scientist can read your work free of charge

"BioMed Central will be the most significant development for 
disseminating the results of biomedical research in our lifetime."

Sir Paul Nurse, Cancer Research UK

Your research papers will be:

available free of charge to the entire biomedical community

peer reviewed and published immediately upon acceptance

cited in PubMed and archived on PubMed Central 

yours — you keep the copyright

Submit your manuscript here:
http://www.biomedcentral.com/info/publishing_adv.asp

BioMedcentral

The authors confirm that this work received no public or
organizational funding

Authors' contributions
MSH and DV and DHWS carried out the independent
viewing processes with the 2 modalities. MSH partici-
pated in the study design and drafted the manuscript.
NSH, AH and JAL provided the stereoviewing technology
and designed the needed computer software. AH per-
formed the statistical analysis. DHWS, the lead investiga-
tor, conceived the study, participated in its design and
coordination and helped to draft and revise the manu-
script. All authors read and approved the final manuscript

References
1. Parkin B, Shuttleworth G, Costen M, Davison C: A comparison of

stereoscopic and monoscopic evaluation of optic disc topog-
raphy using a digital optic disc stereo camera.  Br J Ophthalmol
2001, 85:1347-1351.

2. Lipton L, Ackerman M: Liquid crystal shutter system for stere-
oscopic and other applications. United States patent.  Patent
Number 1990:4967268.

3. Lipscomb J, Wooten W: Reducing crosstalk between stereo-
scopic views.  Stereoscopic Displays and Virtual Reality Systems (Pro-
ceedings of S P I E) 1994, 2177:92-96.

4. Eichenlaub JB: Further advances in autostereoscopic technol-
ogy at DimensionTechnologies Inc.  Stereoscopic displays and
applications III (Proceedings of S P I E) 1992, 1669:163-175.

5. Holliman NS: Three dimensional display systems.  In Handbook
of Optoelectronics Edited by: Dakin JP, Brown RGW. Taylor and Fran-
cis; 2006. 

6. Greaney MJ, Hoffman DC, Garway-Heath DF, Nakla M, Coleman AL,
Caprioli J: Comparison of optic nerve imaging methods to dis-
tinguish normal eyes from those with glaucoma.  Invest Oph-
thalmol Vis Sci 2002, 43(1):140-145.

7. DeLeon-Ortega JE, Arthur SN, McGwin G, Xie A, Monheit BE, Girkin
CA: Discrimination between glaucomatous and non glauco-
matous eyes using quantitative imaging devices and subjec-
tive optic nerve head assessment.  Invest Ophthalmol Vis Sci 2006,
47(8):3374-3380.

8. Landis JR, Koch GG: The measurement of observer agreement
for categorical data.  Biometrics 1977, 33:159-174.

9. Hrynchak P, Hutchings N, Jones D, Simpson T: A comparison of
cup-to-disc ratio evaluation in normal subjects using stereo
biomicroscopy and digital imaging of the optic nerve head.
Ophthal Physiol Opt 2003, 23:51-59.

10. Chauhan BC, McCormick TA, Nicolela MT, LeBlanc RP: Optic disc
and visual field changes in a prospective longitudinal study of
patients with glaucoma: comparison of scanning laser tom-
ography with conventional perimetry and optic disc photog-
raphy.  Arch Ophthalmol 2001, 119:1492-1499.

11. Quigley HA, Addicks EM: Quantitative studies of retinal nerve
fiber layer defects.  Arch Ophthalmol 1982, 100:807-814.

12. Rumsey KE, Rumsey JM, Leach NE: Monocular versus stereo-
scopic measurement of cup to disc ratios.  Optom Vis Sci 1990,
67:546-550.

13. Varma R, Steinmann WC, Scott IU: Expert agreement in evaluat-
ing the optic disc for glaucoma.  Ophthalmology 1992, 99:215-221.

14. Hanson S, Krishnan SK, Philips J: Observer experience and cup:
disc ratio assessment.  Optom Vis Sci 2001, 78:701-705.

15. Lichter PR: Variability of expert observers in evaluating the
optic disc.  Trans Am Ophthalmol Soc 1976, 74:532-572.

16. Morgan JE, Sheen NJL, North RV, Choong Y, Ansari E: Digital imag-
ing of the optic nerve head: monoscopic and stereoscopic
analysis.  Br J Ophthalmol 2005, 89:879-884.

Pre-publication history
The pre-publication history for this paper can be accessed
here:

http://www.biomedcentral.com/1471-2415/8/13/prepub
Page 7 of 7
(page number not for citation purposes)

http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11673304
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11673304
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11673304
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11773024
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11773024
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=16877405
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=16877405
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=16877405
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=843571
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=843571
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11594950
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11594950
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11594950
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=7082210
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=7082210
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=2402404
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=2402404
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=1553210
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=1553210
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11700963
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11700963
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=867638
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=867638
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15965171
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15965171
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15965171
http://www.biomedcentral.com/1471-2415/8/13/prepub
http://www.biomedcentral.com/
http://www.biomedcentral.com/info/publishing_adv.asp
http://www.biomedcentral.com/

	Abstract
	Background
	Methods
	Results
	Conclusion

	Background
	Methods
	Statistical Analysis

	Results
	Discussion
	Conclusion
	Competing interests
	Authors' contributions
	References
	Pre-publication history

