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Abstract 

Background Differences between programmed capsulorhexis diameter and actual resulting capsulorhexis diameter 
(ARCD) are commonly encountered in femtosecond laser-assisted cataract surgery (FLACS). The purpose of this study 
was to identify the preoperative ophthalmic variables influencing capsulorhexis diameter index (CDI) in FLACS for 
adults and create a multiple linear regression model for obtaining a more accurate capsulorhexis diameter.

Methods This retrospective study involved sixty-seven eyes of 44 patients who received FLACS and intraocular lens 
implantation. The ARCD was measured using anterior segment swept-source optical coherence tomography (CASIA 
2). Keratometry (K1, K2 and average K), anterior chamber depth (ACD), lens thickness (LT), anterior chamber width 
(ACW), white-to-white (WTW), curvature radius of anterior lens capsule (Front R) and axial length (AL) were all meas-
ured preoperatively. Based on the derived data, LT/ACW, LT/AL, LT/ACD and LT/ACW/Front R were calculated. The ratio 
of the programmed capsulorhexis diameter and ARCD was defined as the CDI. Correlation analysis was conducted to 
examine the relationship between preoperative variables listed above and the CDI. Multiple linear regression analysis 
was applied to select the most influential preoperative variables on CDI.

Results ACD, LT, ACW, Front R, AL, LT/ACW, LT/AL, LT/ACD, and LT/ACW/Front R showed significant correlation with 
CDI. Front R and LT/ACW/Front R were selected as constants in the multiple linear regression model using stepwise 
variable selection. The following equation represents the multiple linear regression model: CDI = 1.306–4.516 × LT/
ACW/FrontR-0.011 × Front R, when P < 0.0001, adjusted R-squared = 0.919, variance inflation factor = 8.389, and 
Durbin-Watson ratio = 1.846.

Predicted postoperative capsulorhexis diameter (PPCD) equation was created based on CDI equation as follows: 
PPCD = programmed capsulorhexis diameter × 1.306–4.516 × LT/ACW/FrontR-0.011 × Front R.

Conclusion Front R and LT/ACW/Front R were found to be the most significant influencing factors of capsulorhexis 
size. CDI and PPCD calculation equations presented in this study may be useful in setting up more accurate pro-
grammed capsulorhexis diameter for FLACS in adults, resulting in a precise ARCD.
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Background
Continuous curvilinear capsulorhexis (CCC) is one of 
the most important processes in cataract surgery since 
the size of CCC can affect the position of intra ocular 
lenses (IOLs), postoperative refraction and incidence 
of postoperative capsule opacification [1–5]. How-
ever, it is challenging to manually create the same size 
of capsulorhexis consistently [6, 7]. Therefore, fem-
tosecond laser assisted cataract surgery (FLACS) was 
designed to achieve a consistent circularity and size of 
capsulorhexis [8, 9]. Nevertheless, clinicians have often 
noticed that the actual resulting capsulorhexis diameter 
(ARCD) is different from the attempted (programmed) 
capsulorhexis diameter by comparing the size between 
optics of IOLs and capsulorhexis. In fact, previous clin-
ical studies have demonstrated the deviation of ARCD 
from the programmed diameter in FLACS [10–13]. 
Thus, it may be useful to identify the preoperative vari-
ables that influence the ARCD. The aim of this study 
was to analyze these variables and to create a multiple 
linear regression model that can allow the derivation of 
a more accurate and constant capsulorhexis diameter 
during cataract surgery.

Methods
This retrospective study enrolled patients who under-
went cataract surgery via FLACS between September 
2021 and April 2022 at the Yokosuka Chuoh Eye Clinic, 
Yokosuka, Kanagawa, Japan. The ethical committee of 
the Yokosuka Chuo Eye Clinic approved this study (ref-
erence number: 2022–002). The study adhered to the 
tenets of the Declaration of Helsinki throughout the 
data collection process. After a detailed explanation of 
the process and possible results, informed consent was 
obtained from all subjects.

Patients satisfying the following criteria were 
included: cataract in one or both eyes; no complica-
tion encountered during surgery, including anterior 
capsule tear and post-capsule rupture; no complica-
tions encountered during femtosecond laser treatment, 
including docking failure, eye movement, incomplete 
capsulorhexis, and capsulorhexis tags and tears; no 
medical history of ocular trauma and ophthalmic sur-
gery; no corneal scarring and dystrophy; and no preop-
erative glaucoma. Patients with pupil diameter of less 
than 6 mm after the usage of mydriatics and those with 
mature cataracts were excluded from the study.

Surgical technique
Moxifloxacin hydrochloride (0.5%) and 0 nevanac 
(0.1%) ophthalmic suspensions were administered four 
and two times a day, respectively, for three days prior to 
the operation. A single experienced surgeon performed 
all FLACS procedures with the LenSx platform (Alcon 
Laboratories, Inc., Fort Worth, TX, USA), to create a 
5.3 mm capsulotomy centered on white-to-white using 
8.0 mJ of energy (spot and layer separations: 9 μm each). 
Nuclear fragmentation was performed using the chop 
and cylinder technique with 8.0 mJ of energy (spot and 
layer separations: 9  μm each). The operating surgeon 
ensured docking quality and precision during FLACS 
by following these three steps: (i) the intersection of the 
vertical line (90° to 270°) and the horizontal line (0° to 
180°) corresponded to the center of the cornea on the 
display (Fig.  1), (ii) the cross-sectional image of ante-
rior capsule was as close to the horizontal as possible 
(Fig. 2), and (iii) the cross-sectional image of iris was as 
close to the horizontal as possible in the cross-sectional 
image of anterior segment optical coherence tomog-
raphy in the LenSx platform (Fig. 3). Thereafter, a 2.2-
mm corneal limbus incision and a 1.0-mm corneal side 
incision were made. The nucleus of the lens was then 
detached from the cortex by hydrodissection. Lastly, 
the AcrySof IQ IOL (model SN60WF; Alcon, Fort 
Worth, TX, USA) was placed accurately into the cap-
sular bag. The ophthalmic viscoelastic device was com-
pletely aspirated, and a final check was made to ensure 
the closure of corneal incisions.

Clinical data collection
All patients underwent a complete preoperative oph-
thalmic examination. Keratometry (K1, K2 and aver-
age K), anterior chamber depth (ACD), lens thickness 
(LT), anterior chamber width (ACW), white-to-white 
(WTW), curvature radius of anterior lens capsule 
(Front R) and axial length (AL) were measured using 
anterior segment swept-source optical coherence 
tomography device, CASIA 2 (Tomey Corp, Nagoya, 
Japan). The ACW was generated by CASIA 2 following 
automatic detection of the scleral spur and measure-
ment of the distance between the scleral spur at 0º and 
180º. Based on the acquired values of the above stated 
parameters, LT/ACW, LT/AL, LT/ACD and LT/ACW/
Front R were calculated.
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Capsulorhexis size measurement
After completion of FLACS, patients were allowed to 
rest in a lounge for 10 to 15  min before being trans-
ferred to an examination room for ARCD mesure-
ments using CASIA 2. All measurements were made 
by a single technician. Capsulorhexis diameters (edge 

to edge) in the X-axis and Y-axis were measured using 
the cross-sectional images generated by 3-dimensional 
optical coherence tomography in CASIA 2. There-
after, the ARCD was calculated as the average of the 
X-axis and Y-axis diameters (Figs.  4 and 5). Further, 
the ratio of the programmed capsulorhexis diameter 

Fig. 1 Image showing docking of the eye in LenSx. The surgeon ensured that the crossing point of the vertical line (90° to 270°) (yellow arrow) and 
the horizontal line (0° to 180°) (red arrow) matched with the center of the cornea

Fig. 2 Cross-sectional image of the anterior capsule after docking in LenSx (yellow arrow). The surgeon ensured that cross sectional image of 
anterior capsule was as close to the horizontal as possible
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to the ARCD was defined as the capsulorhexis diam-
eter index (CDI).

It is noteworthy that the LenSx platform utilizes the 
same technique of 3-dimensional optical coherence 
tomography for the measurement of programmed cap-
sulorhexis size during FLACS. In addition to provid-
ing accurate, real-time measurements of capsulorhexis 
size, this technique guarantees that the measurements 

are free from the effects of corneal magnification 
and change in capsulorhexis position after cataract 
removal.

Statistical analyses
To analyze the preoperative variables contributing to 
the CDI, univariate analysis was performed between 
the CDI and preoperative variables, including K1, K2, 

Fig. 3 Cross-sectional image of iris after docking in LenSx (yellow arrow). The surgeon ensured that cross sectional image of iris was as close to the 
horizontal as possible

Fig. 4 Frontal image of capsulorhexis after cataract operation. Capsulorhexis diameters (edge to edge) in X-axis (red arrow) and Y-axis (yellow 
arrow) were measured using the cross-sectional image
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average K, ACD, LT, ACW, WTW, Front R, AL, LT/
ACW, LT/AL, LT/ACD and LT/ACW/Front R. The 
Shapiro–wilk test (p < 0.05) was used to confirm that 
the CDI was non-normally distributed. Using Spear-
man’s rank correlation coefficient, we analyzed the cor-
relations between the evaluated variables and CDI. The 
variables showing significant correlation were chosen as 
independent variables for the multiple linear regression 
analysis. Stepwise variable selection was performed to 
build the multivariable model. Analysis of variance was 
performed to assess the significance of the multivariate 
model and multicollinearity was checked using variance 
inflation factor (VIF). Additionally, Durbin-Watson test 
was done to detect the autocorrelation in the regres-
sion model’s output. All statistical analyses were per-
formed with SPSS software version 25.0 (IBM, Armonk, 

NY, USA), and p < 0.05 was considered as statistically 
significant.

Post hoc analysis　using  G*power version 3.1.7 (Uni-
versity of Kiel, Germany) was conducted to determine 
whether the power of sample size was significant.

Fig. 5 Cross-sectional image of capsulorhexis after operation in CASIA 2. Capsulorhexis diameters (edge to edge) in X-axis and Y-axis were 
measured using the cross-sectional image. Actual achieved capsulorhexis diameter (green line) was defined as the average of X-axis and Y-axis 
diameters

Table 1 Results of ophthalmic measurements for evaluated eyes

ACD Anterior chamber depth, LT Lens thickness, ACW  Anterior chamber width, WTW  White-to-white, Front R Curvature radius of anterior lens capsule, AL Axial length, 
SD Standard deviation

Age
(years)

ACD (mm) K1
(D)

K2
(D)

Average K (D) LT (mm) ACW 
(mm)

WTW (mm) Front R (mm) AL
(mm)

Mean 70.5 2.45 44.57 43.92 44.25 4.71 11.44 11.57 9.37 23.43

SD 8.0 0.50 1.33 1.28 1.29 0.38 0.41 0.37 1.13 1.39

Maximum 89.0 3.63 49.60 47.58 48.59 5.39 12.13 12.38 11.86 27.53

Minimum 51.0 1.60 42.00 41.76 41.88 3.80 10.15 10.72 7.59 21.14

Table 2 Average values of ARCD and CDI for all operated eyes

The programmed size of capsulorhexis was 5.30 mm in all cases

ARCD Actual resulting capsulorhexis diameter, CDI Capsulorhexis diameter 
index, SD Standard deviation

ARCD (mm) CDI

Average value 5.30 1.00

SD 0.16 0.03

Maximum value 5.62 1.06

Minimum value 4.89 0.92
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Results
Sixty-seven eyes of 44 patients who received FLACS 
and IOL implantation were involved in this study. The 
measurements of evaluated ophthalmic characteristics 
of the patients are shown Table  1.　The programmed 
capsulorhexis dimeter was 5.3  mm for all eyes.　The 
average values of ARCD and CDI are shown Table 2.

Correlations between CDI and preoperative variables
ACD (ρ = 0.741, p < 0.001), LT (ρ = -0.906, p < 0.001), 
ACW (ρ = 0.369, p = 0.002), Front R (ρ = 0.855, 
p < 0.001), AL (ρ = 0.606, p < 0.001), LT/ACW 
(ρ = -0.911, p < 0.001), LT/AL (ρ = -0.909, p < 0.001), 
LT/ACD (ρ = -0.856, p < 0.001), LT/ACW/FrontR 
(ρ = -0.942, p < 0.001) showed significant correlations 
with CDI (Table  3). These nine variables were used 
as independent variables, while the CDI was used as 
the dependent variable in multiple linear regression 
analysis.

Multiple linear regression model
Front R and LT/ACW/Front R were selected as con-
stants using stepwise variable selection. The multiple 
linear regression model was represented by the follow-
ing equation:

CDI = 1.306–4.516 × LT/ACW/FrontR-0.011 × Front 
R, when P < 0.0001, adjusted R-squared = 0.919, 
VIF = 8.389, and Durbin-Watson ratio = 1.846.

Furthermore, the predicted postoperative capsu-
lorhexis diameter (PPCD) equation was created on the 
basis of CDI equation as follows:

PPCD = programmed capsulorhexis diame-
ter × 1.306–4.516 × LT/ACW/FrontR-0.011 × Front R.

Power analysis
The results of the power analysis were as follows: effect 
size (f2) = 11.34, total sample size = 67, number of pre-
dictors = 9, probability of type 1 error (α) = 0.05, and 
power (1-β) = 1.00.

Discussion
In recent decades, studies have been conducted 
to investigate the long-term effects of relationship 
between the lens capsule and IOL, factors contribut-
ing to the development of posterior capsular opaci-
fication (PCO) and anterior capsular contraction 
syndrome (ACCS), as well as the effects of IOL tilt and 
decentration on postoperative refraction [1, 2, 14–18]. 
Achieving patient satisfaction involves more than just 
creating the capsulorhexis without complications; it 
also requires consideration of changes in the postop-
erative refraction resulting from the procedure and 

reproducibility of the capsulorhexis size. Attaining a 
consistently sized capsulorhexis is vital due to sev-
eral reasons. First, it has been reported that complete 
coverage of IOL edge with capsulorhexis is crucial to 
avoid the development of PCO, even more important 
than IOL edge design and material [14]. Hollick et  al. 
reported PCO rates of above 50% in cases where IOL 
optics were inadequately covered with capsulorhexis 
[2]. They insisted that a capsulorhexis size of no more 
than 5.5  mm is desirable to prevent the develop-
ment of PCO [2]. In addition, Gu et  al. demonstrated 
incomplete capsulorhexis–IOL overlap as a risk fac-
tor for PCO [15]. Aykan et  al. also reported a signifi-
cant reduction in the incidence of PCO with complete 
capsulorhexis-IOL overlap [1]. A possible mechanism 
behind this observation may be that complete capsu-
lorhexis-IOL overlap can contribute to bioadhesion of 
the IOLs and prevent proliferation and immigration of 
lens epithelial cells [1].

The second benefit of full overlap of capsulorhexis with 
the IOL optic edge is to lock the lens in the final effec-
tive lens position. Li et al. demonstrated that the size and 
complete coverage of IOL optics had statistically signifi-
cant influence on effective position of the IOL as well as 
the postoperative refractive outcomes. They concluded 
that precision and reproducibility of capsulorhexis can 
minimize the postoperative refractive shift and aid in the 
effective positioning of intraocular lens, further enhanc-
ing patient satisfaction [5]. Large or asymmetric cap-
sulorhexis can result in incomplete capsulorhexis-IOL 
overlap, allowing postoperative contractile forces of cap-
sule to shift the IOL anteriorly to an unpredictable loca-
tion or to cause IOL tilt and decentration [16–18]. Tilt and 
decentration of IOLs can cause deviation from expected 
postoperative refraction and undesirable visual aberra-
tions [19, 20]. On the other hand, small capsulorhexis can 
also be problematic since it can increase the possibility of 
anterior capsule contraction inducing IOL tilt and decen-
tration [5, 21]. It has been reported that even 0.3 mm dis-
location of an aspheric IOL can lead to increased high 
order aberrations, which affect the quality of vision, par-
ticularly when using an aspheric multifocal or toric IOL 
[21, 22]. Additionally, with diffractive multifocal IOLs, if 
the capsulorhexis is too small, it can decrease the amount 
of light passing through the peripheral refractive zones. 
According to Kasper et al., the capsulorhexis size should 
be greater than 5.0  mm to maximize the benefits of 
aspheric IOLs [21]. Sugimoto et  al. demonstrated that a 
small CCC size could induce rapid postoperative contrac-
tion of the anterior capsule [23]. It has been reported pre-
viously that a 5.0 mm capsulorhexis contracts to 4.4 mm 
on average within three months of the operation. On 
the other hand, an initial CCC size of more than 5.5 mm 
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resulted in a final diameter of greater than 5.0 mm on an 
average [24, 25]. Thus, it is evident that multiple studies in 
the past have reported on the influence of precision and 
reproducibility of capsulorhexis on postoperative visual 
outcomes after cataract operation.

However, manual procedure has limited ability in 
terms of reproducibility and accuracy of capsulorhexis. 
Through their work, Kránitz et al. revealed that compared 
to the manual procedure, FLACS can create an accurately 
sized and precisely centered capsulorhexis, leading to 
better overlap of parameters, which was helpful in sus-
taining proper positioning of IOLs [6]. Nagy et  al. also 
stated that FLACS created capsulorhexis can cover IOL 
optic edge more precisely and constantly, allowing better 
IOL centration than manual procedure, whereas partially 
covered IOL optic can induce myopization [7]. While 
more precise and reproducible capsulorhexis in FLACS 
is a well-accepted advantage over the manual procedure, 
eye surgeons have discovered differences between the 
ARCD and programmed capsulorhexis diameter by com-
paring the approximate capsulorhexis size with the size 
of an IOL’s optic. In fact, deviation of the ARCD from 
the programmed diameter in FLACS has been reported 
in some studies. Tackman et al. reported a mean devia-
tion of 0.16 ± 0.17  mm from the programmed diameter 
[10]. Likewise, Nagy et al. demonstrated that the ARCD 
was 4.52 ± 0.2 mm when the programmed diameter was 
4.50  mm [11]. The deviation of ARCD in the present 
study was similar to that observed in the aforementioned 
studies. ARCD was 5.30 ± 0.16  mm when the pro-
grammed diameter was 5.30 mm, and the range was from 
5.62 mm to 4.89 mm. Although the degree of deviation in 
FLACS is relatively small, as previously stated, the smaller 
the deviation, the greater the benefit of premium IOLs. 
Packer et al. reported that a 5.25 mm capsulotomy opti-
mized the prevention of PCO, consistency of the effective 
lens position and capsulotomy strength [26]. Therefore, 
it can be inferred that the range of ARCD in our study 
(5.62 mm to 4.89 mm) was clinically unsatisfactory. Pres-
ently, eye surgeons select the programmed capsulorhexis 
diameter based on their expertise. For instance, at our 
eye clinic, based on our prior experiences, we choose 
larger programmed diameter for eyes with thick lenses 
and shallow anterior chamber depth without certain sci-
entific evidence to back this approach. As of yet, there 
exists no clinically reliable nomogram that can be fol-
lowed to avoid oversized or undersized capsulorhexis. 
Therefore, the ARCD is not always optimal.

In the field of pediatric cataract surgery, there have 
been some studies that investigated the preoperative 
influential factors of ARCD. Dick et al. reported that age 
was the factor with maximum impact on the ARCD in 
pediatric cataract surgery, and that ARCD was larger in 

younger than older children [12]. They also created a for-
mula to estimate ARCD in relation to the child’s age [12].

Furthermore, Liao et  al. investigated the other factors 
that could affect ARCD in pediatric cataract surgery, 
including AL, ACD, K1 and K2. They found that AL 
and ACD were the most powerful influencing factors of 
ARCD by developing a multiple linear regression model 
[13]. However, as far as we know, no previous study has 
dealt with the development of multiple linear regression 
model for ARCD in the area of adult cataract surgery.

In this study, among the thirteen evaluated parameters, 
ACD, LT, ACW, Front R, AL, LT/ACW, LT/AL, LT/ACD, 
and LT/ACW/FrontR, showed significant correlation 
with CDI. Thereafter, LT/ACW/FrontR and Front R were 
selected via stepwise variable selection to build a multi-
variate model. Finally, a formula was created based on the 
multivariable model to calculate the PPCD.

Our results revealed that CDI showed significantly 
negative correlation with LT and positive correlation 
with ACW and Front R of the lens. Although the exact 
mechanism underlying these relationships requires fur-
ther exploration, the formula presented by us might be 
able to assist eye surgeons in deciding a programmed 
capsulorhexis diameter that enables higher accuracy of 
prediction of CCC size.

There were some limitations to this study. First, 
although many preoperative variables were examined 
as possible influential factors, there may be other fac-
tors which can further improve the accuracy of the cal-
culation formula. Second, measuring ACW and Front R 
requires anterior segment optical coherence tomogra-
phy, which limits the widespread clinical use of this for-
mula. A simpler and more accessible formula is needed 
to overcome this issue. Third, installation of the calcula-
tion formula into an intelligent software platform may be 
necessary so that programmed capsulorhexis diameter is 
automatically calculated just by inputting the LT, ACW 
and Front R. This will also help in avoiding human error 
and unnecessary miscalculation. Finally, further prospec-
tive studies are needed to confirm the accuracy of the 
formula developed in this study.

Conclusions
Differences between the ARCD and programmed capsu-
lorhexis diameter were frequently observed among adult 
patients who underwent FLACS in the present study. LT/
ACW/Front R and Front R were found to be the most 
influential preoperative variables for ARCD and were used 
to develop a multiple linear regression model. The calcu-
lation formula created on the basis of the multivariable 
model may be useful in selecting optimal programmed 
capsulorhexis diameter to achieve more accurate ARCD.
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Acknowledgements
We would like to thank Editage (www. edita ge. com) for English language 
editing.

Authors’ contributions
MA, TT, SH, AM, and NM made substantial contributions to the conception 
and design, data acquisition, or data analysis and interpretation. MA and TT 
drafted the article and critically revised it for important intellectual con-
tent. The author(s) read and approved the final manuscript.

Funding
None of the researchers involved in this study have any affiliations with, or 
involvement in any organization or entity with any financial interest or non-
financial interest.

Availability of data and materials
Most relevant datasets are included in this published article. Other datasets 
can be obtained from the corresponding author upon reasonable request.

Declarations

Ethics approval and consent to participate
The ethical committee of Yokosuka Chuo Eye Clinic approved this study. The 
study adhered to the tenets of the Declaration of Helsinki throughout the 
data collection process. After providing detailed information regarding this 
research, informed consent was obtained from all patients for participation in 
this research and the publication of the resulting data.

Consent for publication
Not applicable.

Competing interests
The authors declare that they have no competing interests.

Author details
1 Department of Ophthalmology, Yokosuka Chuoh Eye Clinic, 2-6 Odaki-Cho, 
Yokosuka, Kanagawa 238-0008, Japan. 2 Tsurumi Chuoh Eye Clinic, Tsurumi, 
Yokohama, Kanagawa, Japan. 3 Department of Ophthalmology, Yokohama City 
University School of Medicine, Kanazawa, Japan. 4 Yokohama Sky Eye Clinic, 
Yokohama, Kanagawa, Japan. 

Received: 9 August 2022   Accepted: 9 January 2023

References
 1. Aykan U, Bilge AH, Karadayi K, Akin T. The effect of capsulorhexis size on 

development of posterior capsule opacification: small (4.5 to 5.0 mm) 
versus large (6.0 to 7.0 mm). Eur J Ophthalmol. 2003;13:541–5.

 2. Hollick EJ, Spalton DJ, Meacock WR. The effect of capsulorhexis size on 
posterior capsular opacification: one-year results of a randomized pro-
spective trial. Am J Ophthalmol. 1999;128:271–9.

 3. Langwińska-Wośko E, Broniek-Kowalik K, Szulborski K. The impact of 
capsulorhexis diameter, localization and shape on posterior capsule 
opacification. Med Sci Monit. 2011;17:CR577-82.

 4. Rossi T, Ceccacci A, Testa G, Ruggiero A, Bonora N, D’Agostino I, et al. 
Influence of anterior capsulorhexis shape, centration, size, and location 
on intraocular lens position: finite element model. J Cataract Refract Surg. 
2022;48:222–9.

 5. Li S, Hu Y, Guo R, Shao Y, Zhao J, Zhang J, et al. The effects of different 
shapes of capsulorrhexis on postoperative refractive outcomes and the 
effective position of the intraocular lens in cataract surgery. BMC Oph-
thalmol. 2019;19:59.

 6. Kránitz K, Takacs A, Miháltz K, Kovács I, Knorz MC, Nagy ZZ. Femtosecond 
laser capsulotomy and manual continuous curvilinear capsulorrhexis 
parameters and their effects on intraocular lens centration. J Refract Surg. 
2011;27:558–63.

 7. Nagy ZZ, Kránitz K, Takacs AI, Miháltz K, Kovács I, Knorz MC. Comparison 
of intraocular lens decentration parameters after femtosecond and 
manual capsulotomies. J Refract Surg. 2011;27:564–9.

 8. Mastropasqua L, Toto L, Mattei PA, Vecchiarino L, Mastropasqua A, Navarra 
R, et al. Optical coherence tomography and 3-dimensional confocal 
structured imaging system-guided femtosecond laser capsulotomy 
versus manual continuous curvilinear capsulorhexis. J Cataract Refract 
Surg. 2014;40:2035–43.

 9. Chen X, Xiao W, Ye S, Chen W, Liu Y. Efficacy and safety of femtosecond 
laser-assisted cataract surgery versus conventional phacoemulsification 
for cataract: a meta-analysis of randomized controlled trials. Sci Rep. 
2015;5:13123.

 10. Tackman RN, Kuri JV, Nichamin LD, Edwards K. Anterior capsulotomy with 
an ultrashort-pulse laser. J Cataract Refract Surg. 2011;37:819–24.

 11. Nagy ZZ, Filkorn T, Takacs AI, Kránitz K, Juhasz T, Donnenfeld E, et al. 
Anterior segment OCT imaging after femtosecond laser cataract surgery. 
J Refract Surg. 2013;29:110–2.

 12. Dick HB, Schelenz D, Schultz T. Femtosecond laser-assisted pediatric 
cataract surgery: Bochum formula. J Cataract Refract Surg. 2015;41:821–6.

 13. Liao M, Guo D, Liao S, Zhang W, Lin D, Tang Q. Study on the enlarge-
ment index of femtosecond laser-assisted capsulorhexis in 2-6-year-old 
patients with congenital cataract. BMC Ophthalmol. 2021;21:441.

 14. Smith SR, Daynes T, Hinckley M, Wallin TR, Olson RJ. The effect of lens 
edge design versus anterior capsule overlap on posterior capsule opacifi-
cation. Am J Ophthalmol. 2004;138:521–6.

 15. Gu X, Chen X, Jin G, Wang L, Zhang E, Wang W, et al. Early-onset posterior 
capsule opacification: incidence, severity, and risk factors. Ophthalmol 
Ther. 2022;11:113–23.

 16. Bang SP, Yoo YS, Jun JH, Joo CK. Effects of residual anterior lens epithelial 
cell removal on axial position of intraocular lens after cataract surgery. J 
Ophthalmol. 2018;2018(19):9704892.

 17. Cekiç O, Batman C. The relationship between capsulorhexis size and ante-
rior chamber depth relation. Ophthalmic Surg Lasers. 1999;30:185–90.

 18. He L, Sheehy K, Culbertson W. Femtosecond laser-assisted cataract 
surgery. Curr Opin Ophthalmol. 2011;22:43–52.

 19. Erickson P. Effects of intraocular lens position errors on postoperative 
refractive error. J Cataract Refract Surg. 1990;16:305–11.

 20. Baumeister M, Bühren J, Kohnen T. Tilt and decentration of spherical and 
aspheric intraocular lenses: effect on higher-order aberrations. J Cataract 
Refract Surg. 2009;35:1006–12.

 21. Kránitz K, Miháltz K, Sándor GL, Takacs A, Knorz MC, Nagy ZZ. Intraocular 
lens tilt and decentration measured by Scheimpflug camera following 
manual or femtosecond laser-created continuous circular capsulotomy. J 
Refract Surg. 2012;28:259–63.

 22. Altmann GE, Nichamin LD, Lane SS, Pepose JS. Optical performance of 
3 intraocular lens designs in the presence of decentration. J Cataract 
Refract Surg. 2005;31:574–85.

 23. Kasper T, Bühren J, Kohnen T. Intraindividual comparison of higher-
order aberrations after implantation of aspherical and spherical 
intraocular lenses as a function of pupil diameter. J Cataract Refract Surg. 
2006;32:78–84.

http://www.editage.com


Page 10 of 10Akaishi et al. BMC Ophthalmology           (2023) 23:19 

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

 24. Sugimoto Y, Takayanagi K, Tsuzuki S, Takahashi Y, Akagi Y. Postoperative 
changes over time in size of anterior capsulorrhexis in phacoemulsifica-
tion/aspiration. Jpn J Ophthalmol. 1998;42:495–8.

 25. Joo CK, Shin JA, Kim JH. Capsular opening contraction after continuous 
curvilinear capsulorhexis and intraocular lens implantation. J Cataract 
Refract Surg. 1996;22:585–90.

 26. Packer M, Teuma EV, Glasser A, Bott S. Defining the ideal femtosecond 
laser capsulotomy. Br J Ophthalmol. 2015;99:1137–42.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.


	Multiple linear regression model for improving accuracy of capsulorhexis size calculation in femtosecond laser-assisted cataract surgery for adults: a retrospective single-center study
	Abstract 
	Background 
	Methods 
	Results 
	Conclusion 

	Background
	Methods
	Surgical technique
	Clinical data collection
	Capsulorhexis size measurement
	Statistical analyses

	Results
	Correlations between CDI and preoperative variables
	Multiple linear regression model
	Power analysis

	Discussion
	Conclusions
	Acknowledgements
	References


